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Data Logger Quick Reference Guide 

Data Logger Tabs 

Step 1– “Report Tab” - provides summary of data, configuration details, number of days included in the 

download, Alarm status, battery status, lowest and highest temperature readings, high alarm (when tem-

perate was too warm) and low alarm (when temperature was too cold).  Reviewing this information will pro-

vide you with general idea about temperature in the vaccine storage unit.  Any time Min/Max is reviewed by 

pressing the “Review” button, date and time is logged under “ Events Info”.   
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LOGGER TABS 

Step 2 – “Chart” tab shows a chart of temperature recordings.  The green background indicated those tem-

perature recording are in range and red background indicated temperatures out of range.  This way you can 

Step 3– “Data” tab shows every reading data logger recorded.  It provides the date, time, temperature read-

ing and elapsed time since the last reading (30 minutes).  Recordings in red indicate too warm temperatures, 

temperatures in blue indicate too cold temperatures and recordings in black indicate in range temperatures. 
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LOGGER TABS 

Step 4 – “Summary” tab shows detail information about every instance data logger is paused by pressing 

“Review” button.  It specifies the time, average reading and low or high alarm since the last pausing. 

Step 5– “Day Summary” tab provides summary for every day the data logger recorded the temperature read-

ings.  It shows date, Max reading, Alarm, Time above, Time below and Min. reading.  Red dot indicates 

“Alarm” was triggered, blue arrow pointing down is temperature too cold and red arrow pointing up is tem-

perature too warm (not shown in the picture).   


